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AbsTrACT
Purpose We used an imaging technique based on 
3- dimensional (3D) c- arm cT to assess the apposition 
of three types of stents after coiling of intracranial 
aneurysms.
Methods all patients with intracranial aneurysms 
were considered who received stent- assisted coiling 
with enterprise2, neuroform eZ, or neuroform atlas 
stents confirmed by c- arm cT imaging at our institution 
between June 2015 and november 2017. a 3D digital 
subtraction angiography (Dsa) scan for vessel imaging 
followed by a high- resolution cone beam cT (hr- cBcT) 
scan for coil and stent imaging was performed. The 
images were fused to obtain dual volume 3D fusion 
images. We investigated malapposition of the stent 
trunk (crescent sign) and of the stent edges (edge 
malapposition) and used the χ2 statistic to test for 
an association with stent types. inter- rater agreement 
between two raters was estimated using cohen’s kappa 
statistics.
results We evaluated 75 consecutive cases. enterprise2 
stents were used in 22 cases, neuroform eZ in 26, and 
neuroform atlas in 27 cases. By stent type, crescent 
sign was detected in 27% of enterprise2, 8% of 
neuroform eZ, and none of neuroform atlas stents 
(p=0.007), while edge malapposition was detected in 
27% of enterprise2, 58% of neuroform eZ, and 30% of 
neuroform atlas stents (p=0.05). excellent (κ=0.81) and 
good (κ=0.78) agreement between the raters was found 
for the detection of edge apposition and crescent sign, 
respectively.
Conclusion stent malapposition was clearly visualized 
by dual volume 3D imaging. The neuroform atlas stents 
showed good apposition even in vessels with strong 
curvature.
INTroduCTIoN
Stent- assisted coiling using angiography remains 
the treatment of choice for wide- necked intra-
cranial aneurysms,1 2 and stent apposition is an 
important factor for evaluation of the success of the 
treatment. It is important because incomplete stent 
apposition can be a potential risk factor leading 
to delayed ischemic events after the treatment. If 
malapposition is detected, antiplatelet therapy may 
need to be adjusted.3 In addition, stent malapposi-
tion, especially at the edges of the stent, may disturb 
the smooth catheterization of the microcatheter 
tip through the true lumen of the stent during a 
follow- up treatment.4 
Stent apposition is usually evaluated based on a 
two- dimensional (2D) maximum intensity projec-
tion image acquired during the procedure by an 
angiographic C- arm system after the administration 
of a low concentration contrast medium.5–8 C- arm 
CT has also been applied with good results for the 
evaluation of stent apposition during flow diverter 
stent deployment before stent plasty.5 However, in 
these images, the precise structure of the stents and 
their three- dimensional (3D) spatial relation with 
the parent artery are difficult to evaluate.5 7 9
Progress in technology has made it possible to 
acquire 3D volume rendering images with C- arm 
systems at image qualities that can visualize stent 
apposition.10 However, metal artifacts generated by 
the metal coils still often prevent detailed imaging 
of the structure of the stent, particularly in patients 
who received stent- assisted coiling.11
Recently, an imaging method allowing stent 
visualization after coiling was reported in an 
animal study.12 High- resolution cone beam CT 
(HR- CBCT) images of the coil and stents were 
post- processed with metal artifact reduction appli-
cation software in order to obtain clear images of 
the coils and stent. These images were fused with 
3D digital subtraction angiographic (DSA) images 
of the parent vessels resulting in 3D fusion images 
that show the precise location of the stent inside the 
vasculature. In this study we aimed to apply this 3D 
fusion imaging technique to evaluate stent apposi-
tion in patients who received stent- assisted coiling 
of their intracranial aneurysms to investigate the 
proportion of stent malapposition by considering 
three types of stents.
MeThods
study design and sample
This study was approved by the university hospital’s 
ethics commission (reference # 27–236 (8121) and 
29–228 (8844)). Specific informed consent for this 
study was waived because the data were obtained 
from routine examinations and treatments and 
analyzed retrospectively. As also requested by the 
IRB, we posted a notice of the conduct of the study 
and gave the patients the opportunity to refuse 
193Kato n, et al. J NeuroIntervent Surg 2020;12:192–196. doi:10.1136/neurintsurg-2019-014966
Neuroimaging
Figure 1 Representative images. Dual volume 3D fusion images show 
good stent apposition into the siphon of the left internal carotid artery 
(ICA) after stent- assisted coiling using Neuroform EZ for the IC- superior 
hypophysial artery aneurysm: (A) half lucent and (B) translucent 
imaging. ‘Crescent sign’ malapposition between the stent trunk of 
an Enterprise2 stent and the anterior wall of the ICA siphon is clearly 
depicted (arrow heads): (C) half lucent and (D) translucent imaging. 
‘Edge malapposition’ floating distal edge of a Neuroform EZ stent is 
shown (arrow): (E) half lucent and (F) translucent imaging. Distance was 
measured using the electronic caliper of the workstation (G). The angle 
between the proximal and distal parent vessels was measured using 
the protractor function of SYNAPS work station (H).
participation. All patients with intracranial aneurysms were 
considered who received stent- assisted coiling with the closed 
cell stent Enterprise2 (Johnson & Johnson, Cerenovas, USA) or 
one of the open cell stents Neuroform EZ or Neuroform Atlas 
(Stryker, Fremont, California, USA) at our institution between 
June 2015 and November 2017 and who underwent angio-
graphic imaging for confirmation of the stent deployment.
3d fusion imaging
All stent- assisted coilings were performed using a biplane angio-
graphic C- arm system (Artis Q biplane, Siemens Healthcare 
GmbH, Forchheim, Germany). Immediately after both stent 
deployment and coil placement, the patients underwent a high 
resolution 6 s DSA which consisted of a mask and a fill run acqui-
sition at 70 kVp, 0.36 mGy/Fr, and 260°. For the fill run, undi-
luted contrast media (Ioversol 320 mg/mL, Optiray, Fuji Pharma, 
Tokyo, Japan) was injected at a rate of 3 mL/s for 6 s and the 
scan was started without delay. A 20 s HR- CBCT scan without 
contrast injection was then performed with parameters of 70 
kVp at 1.2 μGy/Fr acquiring 496 images over 200° in a non- 
binned mode. The source projection frames were acquired in a 
512×512 matrix covering an FOV of 22 cm diagonally. All data 
were reconstructed and postprocessed on a commercial work-
station (syngo X Workplace, Siemens Healthcare, Forchheim, 
Germany). The ‘translucent’ preset was applied to the 3D- DSA 
images, according to our clinical routine. The HR- CBCT images 
were reconstructed with the addition of a streak metal artifact 
reduction algorithm (SMART, Siemens Healthcare) to reduce 
the effect of metal artifacts caused by the coil mass and stent 
markers.
The 3D- DSA images visualizing the vessels and the HR- CBCT 
images visualizing the stent and coils were fused by the worksta-
tion’s imaging fusion application (syngo DualVolume, Siemens 
Healthcare) to generate dual volume 3D fusion images. For the 
reduction of misalignment, we applied a landmark- based auto-
matic registration that is included in the commercial application.
Classification of stent apposition
Two endovascular surgeons (NK with 15 years experience and 
IK with 14 years experience), blinded to each other’s results 
and to the patient’s clinical history, evaluated the stent appo-
sition on the dual volume 3D fusion images using a 2- point 
scale (0=no malapposition, 1=malapposition). Figure 1A,B 
shows an example of good stent apposition. If stent malappo-
sition was detected, the malapposition was classified according 
to the following criteria: (1) ‘crescent sign’, which described a 
gap between the trunk of the stent and the parent artery wall13 
(figure 1C,D); (2) ‘edge malapposition’, which described a gap 
between the distal or proximal flare of the stent and the parent 
artery (figure 1E,F). Additionally, the observers measured the 
distance between the stent and the parent vessel wall of the cases 
with crescent sign using the electronic calipers of the worksta-
tion (figure 1G). Proportions of stent malapposition were esti-
mated for each stent type and for each aneurysm location.
Measurement of vessel structures
The diameters and angles of the parent vessels were measured 
by ruler and protractor function tools of a commercial work-
station (SYNAPSE, Fuji Medical System, Japan). We used a 2D 
image that showed the proximal and distal neck of the aneurysm 
and estimated the angle between the proximal and distal parent 
vessels (figure 1H).
statistical analysis
One factor analysis of variance was used for comparing age 
and maximal aneurysm diameter, diameter of parent vessel, 
angle of parent vessel, diameter and length of deployed stent of 
each group. The χ2 test was used to compare the proportion of 
women in each group, location of the aneurysm, and the occur-
rence of each malapposition according to stent type. The two- 
sample t- test was used to compare the malapposition distance 
according to stent type. Statistical significance was defined as 
p<0.05. Inter- rater agreement for detecting malapposition was 
194 Kato n, et al. J NeuroIntervent Surg 2020;12:192–196. doi:10.1136/neurintsurg-2019-014966
Neuroimaging
Table 1 Patient and aneurysm characteristics
Total
Type of stent
P valueenterprise2 Neuroform eZ Neuroform Atlas
Sample size 75 22 26 27
Age (years) 59 (10.8) 58 (9.7) 58 (10.2) 61 (12) 0.57
Women 57 (76) 15 (68) 22 (85) 20 (74) 0.40
Location of aneurysm 0.006
  Internal carotid artery 51 10 23 18
  Other vessels 24 12 3 9
Ruptured aneurysm 2 1 1
Maximum diameter of aneurysm (mm) 6.8 (3.0) 7.5 (4.2) 6.8 (2.8) 6.2 (1.7) 0.13
Diameter of parent vessel (mm) 3.4 (0.6) 3.2 (0.7) 3.6 (0.6) 3.4 (0.6) 0.08
Angle between parent vessels (degree) 82.7 (42.0) 90.4 (46.9) 80.9 (38.3) 78.3 (45.5) 0.61
Stent diameter (mm) 4.1 (0.47) 4.1 (0.2) 4.3 (0.3) 3.9 (0.7) 0.03
Stent length (mm) 21.4 (3.5) 23.6 (4.8) 20.0 (3.5) 21.0 (0.0) 0.001
Values are n (%) or mean (SD).
Other vessels include anterior cerebral artery (n=5), middle cerebral artery (n=2), vertebral basilar artery (n=16), and posterior cerebral artery (n=1).
Table 2 Stent malapposition by stent type and location
overall
n=75
Type of stent
P value
enterprise2
n=22
Neuroform eZ
n=26
Neuroform Atlas
n=27
Crescent sign 8 (11) 6 (27) 2 (8) 0.007
Internal carotid artery 7 5 2
Other vessels 1 1
Edge malapposition 29 (39) 6 (27) 15 (58) 8 (30) 0.05
Internal carotid artery 25 3 14 8
Other vessels 4 3 1
Distance between stent and vessel wall, mm 1.0 (0.5) 1.2 (0.4) 0.6 (0.2) 0.14
Values are n (%) or mean (SD).
Other vessels include anterior cerebral artery (n=5), middle cerebral artery (n=2), vertebral basilar artery (n=16), and posterior cerebral artery (n=1).
estimated using Cohen’s kappa (κ) statistics. All statistical anal-
yses were performed with Statview Version 5.0 (SAS Institute, 
North Carolina, USA) or Excel Version 2016 (Microsoft, USA).
resulTs
A total of 118 patients who fulfilled the inclusion criteria were 
considered. For 38 patients an imaging protocol other than high 
resolution 3D images and 3D- DSA imaging was used. Of the 80 
patients who underwent high resolution 3D images and 3D- DSA 
imaging, three were excluded because of image artifacts and two 
were excluded because of image fusion errors. The remaining 
75 patients were analyzed. Two patients had ruptured aneu-
rysms with subarachnoid hemorrhage. Twenty- two cases were 
treated with Enterprise2, 26 with Neuroform EZ, and 27 with 
Neuroform Atlas stents. The patient characteristics are shown 
in table 1. There were no significant differences in age, sex, 
maximum diameter of aneurysm, diameter of the parent vessel, 
and angle of parent vessels among the three groups of patients 
treated with different stents, but there appeared to be a higher 
proportion of internal carotid artery (ICA) aneurysms stented 
in the Neuroform EZ and Neuroform Atlas groups than in the 
Enterprise2 group and a higher proportion of other vessel aneu-
rysms stented in the Enterprise2 group than in the other groups. 
Significant differences were observed in diameter and length of 
deployed stent among the three groups.
Dual volume 3D fusion imaging visualized the precise struc-
ture of the stents and location in the parent vessels in all 75 
cases, even for aneurysms located near the skull base. Delinea-
tion of struts was sharper for Enterprise2 and Neuroform EZ 
stents than for Neuroform Atlas stents. The distance between 
stent and vessel wall was successfully measured for all cases that 
showed stent malappositions of crescent sign.
Crescent sign was observed in 11% and edge malapposition 
was observed in 39% of all cases. There was a significant differ-
ence between the occurrence of malapposition according to stent 
types. Crescent sign was found in 27% of Enterprise2 and 8% of 
Neuroform EZ (p=0.007) but was not seen in Neuroform Atlas 
stents. Edge malapposition was found in 27% of Enterprise2, 
58% of Neuroform EZ, and 30% of Neuroform Atlas stents 
(p=0.05). By aneurysm location, 14% of stents placed in the 
ICA showed crescent sign and 50% of stents placed in other loca-
tions showed edge malapposition. The mean distance between 
the stent trunk and parent vessel wall was 1.2 mm for Enter-
prise2 and 0.6 mm for Neuroform EZ stents. This difference 
was not significant, which could be due to the small sample size. 
Table 2 summarizes these results. No additional interventions 
(ie, stent plasty) were performed after detection of the malappo-
sitions. Four patients experienced postoperative complications 
(sensory or visual disturbance or postoperative bleeding), but 
these did not appear to be related to the stent malappositions. 
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Figure 2 Illustrative images of stent apposition. Case 1: Translucent 
view of the fusion image shows marked malapposition and the tortuous 
structure of the stent struts of the Enterprise2: (A) half lucent and (B) 
translucent imaging. Case 2: All stent struts and edge markers of a 
Neuroform Atlas stent are seen. Although the visibility of the stent is 
slightly blurred, good apposition of all stent struts was confirmed: (C) 
half lucent and (D) translucent imaging.
Among the four stents in these patients, one showed crescent 
sign and one showed edge malapposition.
Excellent agreement (κ=0.81) between the two observers was 
found for the detection of edge apposition and good agreement 
(κ=0.78) for the detection of crescent sign.
Illustrative cases
Case 1
A case of an unruptured left IC- ophthalmic artery aneurysm with 
a maximum diameter of 4.3 mm was treated with an Enterprise 
stent (4.0 mm×23 mm). After stent deployment, six coils were 
used for aneurysm coiling. The dual volume 3D fusion images 
revealed a tortuous stent structure and marked malapposition of 
the stent trunk and flair (figure 2A,B). The postoperative course 
was uneventful and the patient was discharged without remark-
able neurological deficit but remained under dual antiplatelet 
therapy and periodic follow- up by contrast enhanced MRI.
Case 2
A case with an unruptured left IC- superior hypophysial artery 
(SHA) saccular aneurysm that showed gradual growth under-
went stent- assisted coiling. The IC- SHA aneurysm had a 
maximal diameter of 6.7 mm and was treated with a Neuroform 
Atlas stent (4.5 mm×21 mm). After stent deployment, seven coils 
were used for coiling. The dual volume 3D fusion image visu-
alized the detailed structure of the stent and vessel structure. 
The visibility of the stent was relatively blurred due to the low 
profile of the stent. However, excellent apposition of the stent 
struts onto the parent vessel was clearly seen (figure 2C,D). The 
patient was discharged without remarkable neurological deficit.
dIsCussIoN
Incomplete stent apposition can lead to risks of delayed ischemic 
events after stent- assisted coiling.3 Careful observation with 
antiplatelet therapy is therefore necessary if malapposition is 
detected.3 In our institution, patients with stent malappositions 
received antiplatelet therapy for longer than patients without 
malappositions and were followed up at shorter time intervals 
with MRI or DSA when the antiplatelet dose was reduced.
In this study we applied 3D fusion images for evaluating 
stent apposition after stent- assisted coiling. Dual volume 3D 
fusion images acquired by C- arm CT could be generated for all 
cases. Image acquisition caused no side effects for the patients. 
Images were ready within minutes and provided information 
on stent apposition to the neurosurgeons during the procedure. 
The metal artifact reduction software application sufficiently 
reduced metal artifacts from the coils in the majority of cases 
and the precise structure of Enterprise2, Neuroform EZ ,and 
Neuroform Atlas stents used in stent- assisted coiling of intracra-
nial aneurysms could be visualized. The images could be viewed 
and rotated to a suitable angle by the observer for assessing stent 
apposition, which has been reported as a general advantage of 
3D images over 2D images.14 The stent and coil images and 
vessel image data were acquired immediately after one another, 
similar to DSA imaging. Patient motion was further suppressed 
between the scans as the patient was under full anesthesia during 
the whole stent- assisted coiling procedure. When patient motion 
did occur between the acquisitions, it was corrected by the 
fusion application’s rigid registration and motion correction. 
This worked in all but two cases which were excluded from the 
analysis.
We found that images of Enterprise2 and Neuroform EZ 
stents showed sharper structures than those of the Neuroform 
Atlas stent. Neuroform Atlas is a modified open cell stent with 
reduced strut thickness and a number of radiopaque markers, 
which may be more challenging to visualize on angiography.
We observed two types of malapposition associated with 
stent structure and vessel curvature: crescent sign and edge 
malapposition. Crescent sign was more frequently observed in 
closed cell stents (Enterprise2) than in open cell stents (Neuro-
form EZ and Neuroform Atlas) whereas edge malapposition 
was more frequently seen in open cell stents. Furthermore, the 
mean distance between the stent trunk and parent vessel wall 
was greater for Enterprise2 than for Neuroform EZ stents, 
confirming that closed cell stents tend to be stiffer than open 
cell stents. From this study we could not conclude which malap-
position is worse because of the small number of patients who 
experienced complications. Furthermore, we did not observe 
complications that were clearly related to stent malapposition.
These factors should be recognized for patients treated by 
stent- assisted coiling,13 as both types of incomplete malapposi-
tion can interfere with the maneuverability of the guidewires or 
microcatheters through the stents.4 Our study could thus confirm 
the estimated proportions of stent malapposition detected by 3T 
MRA imaging.1
For closed cell stents, malapposition was more frequently found 
at the carotid siphon. The sharp angle of the vessel combined 
with the relative stiffness of the closed cell stent may predispose 
this location to the occurrence of this type of malapposition. In 
contrast, the Neuroform Atlas stent is a modified open cell stent 
that has recently been introduced for endovascular treatment of 
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wide- necked aneurysms and is compatible with current microca-
theters that have internal diameters of 0.0165 inch. This design 
improves delivery in small and/or tortuous vessels. The stent 
strut comprises zigzag shapes that are joined by interconnec-
tions. There are four interconnections evenly spaced throughout 
the strut. Each alternating strut is made up of 8 or 12 crowns, 
with the most proximal row of cells being a closed cell of 12 
crowns.2 15 This new design may be the reason for more accurate 
stent apposition in the carotid siphon. These results suggest that 
the low- profile open cell stents tend to fit adequately onto the 
vessel wall compared with other stents.
Studies on stent visibility or stent malapposition have been 
previously reported using different imaging techniques. Postop-
erative MRI with gadolinium injection can be an option to eval-
uate the stent structure and vessels surrounding the aneurysm.16 
Intraoperative optical coherence tomography has also emerged 
as a modality to evaluate stent apposition and thrombus orga-
nization.17 However, this technique requires a special catheter 
insertion into the vessels in question. C- arm CT acquisition with 
a low contrast medium has become a common visualization tech-
nique for stents,7 as well as for intraprocedural evaluation of 
stent apposition during flow diverter stent deployment before 
stent plasty.5 However, these methods provide only 2D slice 
images.5 7 9 In treatment with flow diverter stents, the assess-
ment of stent apposition and its correction are indispensable 
to prevent delayed ischemic complications.8 9 Dual volume 3D 
fusion images would allow the observer to select the best exam-
ination angle to detect stent appositions.14 Furthermore, images 
are easy to acquire with state- of- the- art C- arm systems. Dual 
volume 3D fusion imaging may be a promising tool for investi-
gating apposition of flow diverters as well.
limitations of study
Our study has several limitations. Only a small number of 
cases from a single center were included. Not all patients who 
underwent stent- assisted embolization could be analyzed since 
the imaging protocol for stent apposition confirmation is not 
standardized in our institution. This may have introduced selec-
tion bias. Additionally, we investigated stent apposition for 
only three types of stents and did not assess stent apposition 
of flow diverters. Some error may have been introduced in the 
measurements of distance between the stent and vessel wall in 
the crescent sign due to manual windowing of the images. Simi-
larly, the reconstruction parameters were not standardized and 
could potentially affect the visibility of the stent structures and 
vessels.18 Diameters and lengths of the deployed stents were 
not the same for each stent type due to their commercial avail-
ability. Finally, the radiation dose to the patients has not been 
investigated.
CoNClusIoN
Dual volume 3D fusion images obtained from 3D- DSA and 
HR- CBCT allowed detailed delineation of stents within 
the vasculature. Different types of stent malapposition according 
to closed or open cell structure of the stent were clearly observed. 
The open cell Neuroform Atlas stent showed better apposition 
than the other types of stents.
Contributors conception and design: iY and YM. Data acquisition: nK, iY, Ti, iK, 
Kn, TK, sK, Ya and YM. analysis: nK, iK, Ya and KO. Drafting the manuscript: nK, KO 
and YM. critically revising the article: all authors. Final approval of the version to be 
published: all authors. agreement to be accountable for all aspects of the work in 
ensuring that questions related to the accuracy or integrity of any part of the work 
are appropriately investigated and resolved: all authors.
Funding This work was supported by siemens healthcare K.K. grant number 
c00221025. 
Competing interests KO is an employee of siemens healthcare.
Patient consent for publication not required.
Provenance and peer review not commissioned; externally peer reviewed.
data sharing statement There are no additional unpublished data available.
open access This is an open access article distributed in accordance with the 
creative commons attribution non commercial (cc BY- nc 4.0) license, which 
permits others to distribute, remix, adapt, build upon this work non- commercially, 
and license their derivative works on different terms, provided the original work is 
properly cited, appropriate credit is given, any changes made indicated, and the use 
is non- commercial. see: http:// creativecommons. org/ licenses/ by- nc/ 4. 0/.
orCId ids
naoki Kato http:// orcid. org/ 0000- 0001- 5041- 6985
Kengo nishimura http:// orcid. org/ 0000- 0002- 0459- 661X
Katharina Otani http:// orcid. org/ 0000- 0002- 2322- 3405
RefeRences
 1 Kim BM, Kim DJ, Kim Di. stent application for the treatment of cerebral aneurysms. 
Neurointervention 2011;6:53–70.
 2 Ten Brinck MFM, de Vries J, Bartels rhMa, et al. neuroForm atlas stent- assisted 
coiling: preliminary results. Neurosurgery 2019;84:179–89.
 3 heller r, calnan Dr, lanfranchi M, et al. incomplete stent apposition in enterprise 
stent–mediated coiling of aneurysms: persistence over time and risk of delayed 
ischemic events. J Neurosurg 2013;118:1014–22.
 4 cho YD, rhim JK, Yoo Dh, et al. Microguidewire looping to traverse stented parent 
arteries of intracranial aneurysms. J Korean Neurosurg Soc 2017;60:262–8.
 5 Ding D, starke rM, Durst cr, et al. DynacT imaging for intraprocedural evaluation 
of flow- diverting stent apposition during endovascular treatment of intracranial 
aneurysms. J Clin Neurosci 2014;21:1981–3.
 6 struffert T, Kloska s, engelhorn T, et al. Optimized intravenous flat detector cT for non- 
invasive visualization of intracranial stents: first results. Eur Radiol 2011;21:411–8.
 7 Kuriyama T, sakai n, Beppu M, et al. Quantitative analysis of conebeam cT for 
delineating stents in stent- assisted coil embolization. AJNR Am J Neuroradiol 
2018;39:488–93.
 8 rouchaud a, ramana c, Brinjikji W, et al. Wall apposition is a key factor for aneurysm 
occlusion after flow diversion: a histologic evaluation in 41 rabbits. AJNR Am J 
Neuroradiol 2016;37:2087–91.
 9 clarençon F, Di Maria F, gabrieli J, et al. clinical impact of flat panel volume cT 
angiography in evaluating the accurate intraoperative deployment of flow- diverter 
stents. AJNR Am J Neuroradiol 2017;38:1966–72.
 10 srinivasan VM, chintalapani g, camstra KM, et al. Fast acquisition cone- beam 
computed tomography: initial experience with a 10 s protocol. J Neurointerv Surg 
2018;10:916–20.
 11 Zhang Q, Zhao h, sun Q, et al. clinical evaluation of volume of interest imaging 
combined with metal artifact reduction reconstruction techniques in coiling and 
stent assisted coiling during neurointerventional procedures. J Neurointerv Surg 
2019;11:205–10.
 12 Yuki i, Kambayashi Y, ikemura a, et al. high- resolution c- arm cT and metal artifact 
reduction software: a novel imaging modality for analyzing aneurysms treated with 
stent- assisted coil embolization. AJNR Am J Neuroradiol 2016;37:317–23.
 13 heller rs, Malek aM. Parent vessel size and curvature strongly influence risk of 
incomplete stent apposition in enterprise intracranial aneurysm stent coiling. AJNR 
Am J Neuroradiol 2011;32:1714–20.
 14 srinivasan VM, chintalapani g, Duckworth eaM, et al. advanced cone- beam cT 
venous angiographic imaging. J Neurosurg 2018;129:114–20.
 15 Ulfert c, Pham M, sonnberger M, et al. The neuroform atlas stent to assist coil 
embolization of intracranial aneurysms: a multicentre experience. J Neurointerv Surg 
2018;10:1192–6.
 16 chiang ch, Tseng Yc, chen ac, et al. in vitro comparison of intracranial stent visibility 
using various concentrations of gadolinium contrast agent under 1.5 T and 3 T Mr 
angiography. J Neurointerv Surg 2017;9:399–404.
 17 van der Marel K, gounis MJ, Weaver JP, et al. grading of regional apposition 
after Flow- Diverter Treatment (graFT): a comparative evaluation of VasocT and 
intravascular OcT. J Neurointerv Surg 2016;8:847–52.
 18 lauric a, hippelheuser Je, Malek aM. critical role of angiographic acquisition modality 
and reconstruction on morphometric and haemodynamic analysis of intracranial 
aneurysms. J Neurointerv Surg 2018;10:911–5.
